TUCSON POLICE DEPARTMENT
CRIME LABORATORY N
The undersigned Quality Assurance Specialist, having been qualified
by the Amnzona Department of Public Safety for Intoxilyzer 5000

inspection, and having performed such inspections on Intoxilyzer 5000

- fg . Serial # éli/-ﬁf’),?ﬁz’fp certifies by her signature:

on ?f‘?ﬂ-’?{ . witharesult of gp73 AC. 0.022AC.
and on ‘?f{/{?;/ _with a result of 2.877AC. QOFSAL.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to_0.090 AC), as defined by R9-14-404 A 3,

No problems were reported concerning this instrument between these

ﬁh_?ene Doran

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

two dates.

SUBSCRIBED AND SWORN to before me

OFFICIAL SEAL fhis —8—‘ day of S _GQJ_,

EN KATHY A. KINNEY
*" = 2| NOTARY PUBLIC-ARIZONA

S| PIMA COUNTY
4, 2008
My Comm. Exp. Sept Nutar}r Public
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AOED PURSUANT TO DO
F-—14—404 [A)

aEP
ALALTD R

1w Disnlay reads "READY ‘TQ STEIT!" or "FUsH BUTTON TO STAQT
TEST "
CIAGNQOSTIC TESTS
e ovr Tast check: Setting shoulc De bat¥ssn 200 a=2nd
500 . Mode s=lection switch S2 on, 51 .2nd 83 oif or
xeyhoard manu selection "H!': Resading 1is , 35 ;s
/ Display Test check. Mode :selection switch 51 an a2nd Sz
and 'S3 off or kevboard menu ‘s2lsctiaon "V
v Printar Test check. Mode selection switch S1, 52, 83
aff or Xseybosrd meEpu seleaction "2
V' o Clock timz check. HMode salaction swiici SI0 on oz
i kevboard menl salectiam "="
Data chack. Mod= selection sWitch S11 on or k=ybhoazd
many sslsction MEY >
Q2ERATTONATL, TESTS
:% Alcohol free subject Test result 0.000 AC
Error rescognition logic system functioning
Invalid test printsd
W Propsr sapmpole racagnition systsm
Invalid sampls printsad i
] Deficient sample pr:ntedvﬁ’
P N/A Comnleteness af sample purge with collesction tuba*=*
st calibration standard 0. 0F0D AC. kﬂ?&;
Results: 0.073AC # 0.07ZAC

Irstrument operating propsrly and accurately. YESVY NO

coraents: % moved Fi_ﬂdﬁ o.JI'\ﬂﬂ.d 0913 -07US

] ‘ 0
SIGNATURE Xf,l,hll!/u ‘_r,;‘{/f CML]_}S

G.ﬁfﬁ alcoho coé&gntratiun standzard collected for subsegueant
analysis.x*

*TITE QR WITEQUT VAPOR RECIRCULATION AND WITE OR W¥ITEOUT XEZYBOARD
*x*TETS STEP IS ONLY REQUIRED IFP TEIS DEVICE IS BEING OEED FOR
SAMDLE CAPTUORE.

DES/DSLS/Form C117(Rev.7-33)
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THEIS REPORT PREPARED PURSUANT TO DOTY IMPOSED BY
A.A.C. R9-14-404 ()

ARTZONA OEPARTHZENT OF HEALTH BFRVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOIILYZER HODEL 5000% /{'61-'\

STANDARD CALIBREATION CEECX FPROCZDURE

Agancy
Intoxily
QA Speci

(Print Hams)

{ ,/} 1. Pour a standard alcochol solutien of known value inte a
clean dry simulator jar and assemble the simulator.
Insure “hat = tight seal has been mads.
Standard value: 0. 08D AC

{ «+7) 2. Turn on the simulator and a2llow the temperature To
reach 34°CE+.2°C.

{ u/? 1. Sek Intoxilyzer made selection in the ACA mode DY

switching mode selection switch #9 on or sglacting "t
on keyboard menu.

9
[

£ vl

Attach simulator to the simulator entrance port on the
Intoxilyzer.

v ) S§. Intoxilyzer 5000 display reads "RERDY TO START" or
n"PUSH BUTTOH".

~T ) &. Push Start Test button or press entsr on keyboard.

A ") 7. Insert card in response to display.

~T1 «) 8. Air blank completed.

1 7)) 9. cCalibration chsck completed.

Test results 0.073ACE0.0772C
1 i;) 10. Air blank completed.
} when display reads Test Complete remocve evidence card.
adttach the card to the comDWEtad checklist.
{ v) 12. Return mode sslection switch #3 to off position after
all calibration checks are complete or typs Q and enter
arn =}HG rd.

SIIGNATU“RE @/] CM%

*WITH OR "iTI""| UT OQ RECTIRCULATION AND WITE OR -WITEOQUT XEYEOARD

"_l
'_J

DHS/DSLS/Form Cl16 (Rev.7-53)
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TELES HREIPOET PREPAEZED PURESUANT
A-C. RI-14-404 (2

ARTZONA DETPAATHENT OF EZALTI SERAVICES
T
e i W Wy

W

aceyMcy Tucson 201122  Qa SPECIALIST _EF’E.’?C,[)QWF? %:5’3;}

cuTouTivzEs seoTan Y0035k (FlR -“_:==:_‘-_T_:-:-n':“.;fj»’91‘§_e
DATE __“¥P2F | iFanoy “rmas gaus

PDIAGHNOSTIC TESTS
e DV T2st check. Saiting should be betwean 200 and
.6800. Hode seslection switch 52 on, Sl and 53 oif or
keyboard menu selection "H". Raading 15 235
L2~  pisplay Test chack. Mode selection switceh Si on and 532
i and S3 off or kevboard menu sslectign "V
,é&i Brintzsr Test chack. Moda salecticon switch 31, S2 =3
off or kKesybeard menu sslsction "B
:fﬁﬂ ?ﬂ Clock tima check. Modes sslsction swizcll 310 on o
<svhgard manl ss=l By RN
3£E Daaa chack. Hods sciian SWIEch (511 lanor ksyooara
ma2nu salaction "EY
QRETEATIONAL, TESTS
L Alconol fres subject Tast resulc a. & ac
D Error Tcecognition logic system functianing
Inwvalid test printed
L Proper sample rescognition system
Invalid sampls pringed=t—
. Daficiant sazple printedad
- N/A Completaness of sample purge with collection tuba**
L calibration standard 0.0fD AC
Resulits: D.

Instrumsnt operating properly and accurately. ¥YZ NO

COMME -'-Ts:r{?ﬂ‘?ﬁ/ﬁ/-* 0% moed abhrad

)
STIGNATURE UWMKQM N

- h—
G-JH Eqﬁal:ﬂhal concentration stazndasrd collectad for subseguen.

analysis. *«

xWITHE 0B WITHOOT WAROR RECIRCULATICON AND FETE QR HITEOTT EEYBOARRD
x*THETE BETEP IS ONLY REQUIRED IP TEIS DEVICE IS BEING USED FOR
ERAMDPLE CATDTURE.

DHEHS/DSLS/Form €117
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ZIETRIT P

TEIS REPORT PREPARED BURSUANT TO DOTY

IMTPOSED BY

A.A.C. RI-14—-404 ()
ARIZONA DEPARTMENT OF HEAMLTH E¥RTICES
STANDARD QUALITY ASSURANCE PROC ENURES
IMNTOZILYZER MODEL 5000
STANDARD CALISRATION CHECK PROCED oRE A?\

Agency _Tucson Police Nepartment Date ?/.-"/055 Time (Y5

Intoxilyzer Sexialf (-0 5] o f?’%} Location ons

A Specialist T reqt ran eSS/

(Print. Name)

(LG L- Four a standard alcohol solution of Xnown value into a
clean dry simulator jar and assemble the simulator
ITnsure that a tight seal has been mads.

Standard walue: 0.0 AL

() 2- Turn on the simulator and allow the tTemperaturs o
raachy 34%CE. 278

{hpcq 5. Sat Intaoxilyzer mode selection 1in ths ACA modes by
SWit cL_na zode selection switch #9 an or selecting “"C"
an keyboard =menlu.

&Z&) 4. Attach simulator to the simulator entzance port on the
Intoxilyzer.

ﬁgf{ﬁé&ﬂ 5. Intaoxilyzer 3000 display reads WRTADY TG START! or
"PUSH BUTTOM™.

bgbﬁﬁr ). B Push Starc Tgs: button or press anktsr on keyboard.

L) 7- LInsezt card in respanse to display.

“OiPs ) 8. ALr blank completad.

o) 8- calibration check completed.
Test rasults 0.0Z7F«l0F5 AC

LAFAS) 10. Alr plank completed.

PxeLa) 11. Wh=n display reads Test Complele ramcve evi idanca card.
Attach the card to the completed < checklist.

{73%T 13. Return mode salection swiktch #5 to ofl position after
all calibration checks are complete or type Q and snter
on wsyboard.

SIGHATURE

T
*FITE QR WITECUT VAPOR RECTIRCULATION AND WITE OR WITEOUT XEYEOQARD

DHS/DSLS/Form €118 (Rev.7-93)




